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510(k) Summary of Safety and Effectiveness 

This summary of 51 O(k) safety and effectiveness information is being submitted 
in accordance with the requirements of SMDA 1990 and 21 CFR 807.92. 

Introduction 

According to the requirements of 21 CFR 807.92, the following information provides 
sufficient detail to understand the basis for a determination of substantial equivalence. 

Submitter name, Address, and Contact 

Lin-Zhi International, Inc. 
687 North Pastoria Avenue 
Sunnyvale, CA 94085 
Phone: (408) 732-3856 
Fax: (408) 732-3849 

Contact: Cheng-I Lin, Ph.D. 
President, R&D Director 

Device Name and Classification 

Classification Name: Methadone Metabolite test system, Class 11, DJR 
(91 Toxicology), 
21CFR 862.3620 
Homogeneous enzyme immunoassay for the determination of 
Methadone Metabolite (EDDP) levels in urine. 

Common Name: 

Proprietary Name: None 

Legally Marketed Predicate Device(s) 

Lin-Zhi International, Inc.’ Methadone Metabolite Enzyme Immunoassay is substantially 
equivalent to the Methadone Metabolite Enzyme Immunoassay (By DRVMicrogenics Corp.), 
cleared under premarket notification K93 1 780. 

LZI’s Methadone Metabolite Enzyme Immunoassay is identical or similar to its predicate in 
terms of intended use, method principle, device components, and clinical performance. 

Device Description 

LZI’s Methadone Metabolite Enzyme Immunoassay is a ready-to-use, liquid reagent, 
homogeneous enzyme immunoassay. The assay uses specific antibody that can detect 
Methadone Metabolite (EDDP) in human urine with minimal cross-reactivity to various, 
common prescription drugs and abused drugs. 
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The assay is based on competition between Methadone Metabolite labeled with glucose-6- 
phosphate dehydrogenase (G6PDH) enzyme and free drug from the urine sample for a fixed 
amount of specific antibody. In the absence of free drug from the urine sample the specific 
antibody binds to the drug labeled with G6PDH enzyme causing a decrease in enzyme 
activity. The G6PDH enzyme activity is determined spectrophotometrically at 340 nm by 
measuring its ability to covert nicotinamide adenine dinucleotide (NAD) to NADH. 

Intended Use 

The Methadone Metabolite Enzyme Immunoassay is a homogeneous enzyme immunoassay 
with a 300 ng/mL cutoff. The assay is intended for use in the qualitative and semi- 
quantitative analyses of Methadone Metabolite in human urine. 

Comparison to Predicate Device 

LZI’ s Methadone Metabolite Enzyme Immunoassay is substantially equivalent to other 
products in commercially distribution intended for similar use. Most notably it is 
substantially equivalent to the currently, commercially marketed Methadone Metabolite 
Enzyme Immunoassay (K93 1780) by DRVMicrogenics Corporation. 

The following table compares LZI’s Methadone Metabolite Enzyme Immunoassay with the 
predicate device, Methadone Metabolite Enzyme Immunoassay by DFWMicrogenics Corp. 

Similarities: 
0 

0 

Both assays are for qualitative and semi-quantitative determination of Methadone 
Metabolite in human urine. 
Both assays use the same method principle, and device components. 

Differences: 
0 DRVMicrogenics assay uses 4 points calibration (0,300, 1000,2000 ng/ml) for 

semi-quantitative determination. LZI assay uses 5 calibrator set (0, 150, 300,600, 
and 1 000 ng/ml) for semi-quantitative determination. 
LZI assay uses 300 ng/ml calibrator as cut-off concentration. DRI/Microgenics 
assay uses 1000 ng/ml calibrator as cut-off concentration. 
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(Comparison to Predicate Device, continued) 

Performance Characteristics 

DRI’s Methadone Metabolite 
EIA 

Feature LZI’s Methadone Metabolite EIA 

Within Run Precision: 
Qualitative 

75 ng/mL 
Vs. a commercial EIA 

100 % agreement (GC/MS confirmed) 
100 YO agreement 

Semi-quantitative 

375 n g / d  371.1 11.8 3.19 
15 n g / d  
Vs. GUMS (n=139) 

100 YO agreement 
100 % agreement 

iun-To-Run Precision: 
Qualitative 

Semi-quantitative 

iensitivity: 
iccuracy : 

Positive Samples 
Negative Samples 

inalytical Recovery: 
Qualitative 

Semi-quantitative 

ipecificity : 

Mean Rate 
Negative 620 
300 nglmL 776 
IOOOnglmL 974 
2000ng/mL 1083 

No data available 

No data available 

No data available 

- -  SD % C V  
4.1 0.7 
4.4 0.6 
7.7 0.8 
5.4 0.5 

Negative 
225 n g l d  
300 n g / d  
375 n g / d  
1000 n g / d  

225 n g / d  
300 ng/mL 
375 n g / d  

Negative 
225 n g / d  
300 ng/mL 
375 n g / d  
1000 ng/mL 

225 ng/mL 
300 n g / d  

Mean Rate 
297.9 
354.0 
379.4 
390.9 
449.4 

Mean Conc. 
227.9 
304.9 
382.8 

Mean Rate 
296.7 
357.3 
377.2 
390.6 
452.5 

Mean Conc. 
227.2 
298.4 

$lJ 
2.16 
2.43 
2.69 
3.03 
3.37 
- SD 
8.84 
13.73 
13.0 

- SD 
2.2 
2.9 
1.8 
2.5 
4.2 
- SD 
8.17 
10.8 

Yo cv 
0.73 
0.69 
0.72 
0.78 
0.75 

Yo cv 
3.88 
4.50 
3.40 

% cv 
0.74 
0.81 
0.47 
0.63 
0.93 

Yo cv 
3.59 
3.62 

?To data available 
No data available 

~~ 

100 % accuracy on positive vs. negative tests 
Quantitates within +15% of the nominal 
concentration between 30 ng/mL and 900 
ng/mL. 
Average 95.0 % recovery at 225 ng/mL level 
(Cutoff -25%) 
Average 105.4 YO recovery at 375 ng/mL 
jlevel (cutoff+ 25%) 

IComuarable to the medicate device. See attached DRI’s Methadone 
Wetabolite EIA package insert 
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Conclusion 

LZI’ s Methadone Metabolite Enzyme Immunoassay was evaluated for several performance 
characteristics including precision, sensitivity, accuracy, analytical recovery, and specificity. 
All the studies showed acceptable results when compared to the predicate device. 

We trust the information provided in this Premarket Notification [5 lO(k)] submission will 
support a determination of substantial equivalence of the LZI’s Methadone Metabolite 
Enzyme Immunoassay to other Methadone Metabolite test systems currently marketed in the 
United States. 
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Premarket Notification 

Indications for Use Statement 

510(k) Number (if known): k03 
Device Name: Methadone Metabolite Enzyme Immunoassay 

Indications for Use: 

The Methadone Metabolite Enzyme Immunoassay is a homogeneous enzyme immunoassay 
with a 300 ng/mL cutoff. The assay is intended for use in the qualitative and semi- 
quantitative analyses of Methadone Metabolite in human urine. The assay is designed for 
professional use with a number of automated clinical chemistry analyzers. 

The Methadone Metabolite Enzyme Immunoassay provides only a preliminary analytical test 
result. A more specific alternative chemical method must be used to obtain a confirmed 
analytical result. Gas chromatography/mass spectrometry (GCMS) is the preferred 
confirmatory method. Clinical consideration and professional judgement should be applied 
to any drug-of-abuse test result, particularly when preliminary positive results are used. 

Office of In Vitro Djqnostic Device 
Evaluation and Safexy 

CoI)currence of CDRH, Office of Device Evaluation (ODE) 

\i Prescription OR 
(Per 21 CFR 801.109) 

Over-The-Counter Use 

(Optional Format 1-2-96) 
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